[In vitro cytotoxicity test of medical ultrasonic couplant].
The cytotoxicity of medical ultrasonic couplant was tested by MTT assay and agar overlay test. By MTT assay, when the inoculum density was high, the cytotoxicity level was low, or vice versa. The cytotoxicity grade tested by agar overlay was not accord to MTT assay's too. MTT assay is suitable to test the cytotoxicity of medical ultrasonic couplant because it is quantitative and more sensitive, however, the experimental condition and the preparative method of extraction should be determined.